Priifinstitut fiir
Abwassertechnik

| GmbH

TREATMENT PERFORMANCE RESULTS

Initial type test performed by Bokatec
Distributed by PPU Umwelttechnik GmbH + Biocell Ireland
95448 Bayreuth, Germany / Galway, Ireland

EN 12566-3 Annex B
Results corresponding to EN 12566-3 and S.R. 66

PIA-SR66-1604-1049, shared itt

Small wastewater treatment system Biocell-FBS
Fluidized bed process with throttle in final settlement chamber (initial type test} in
combination with Shay Murtagh tanks

Nominal organic daily load 0.27 kg/d

Nominal hydraulic daily load 0.75 m¥d

Treatment efficiency (nominal sequences) Efficiency Effluent
COD 926 % 54 mg/l
BODs 96.5 % 12 mg/l
NH4-N 74.0 % 10 mg/l
SS 96.8 % 11 mgl/l

Number of desludging Not more than once

Electrical consumption 0.46 kWh/d
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Priifinstitut fir
Abwassertechnik

I GmbH

TREATMENT PERFORMANCE RESULTS

Initial type test performed by Shay Murtagh
Distributed by PPU Umwelttechnik GmbH + Biocell Ireland

EN 12566-3 Annex A and C
Results corresponding to EN 12566-3 and S.R. 66

PIA-SR66-1604-1049, shared itt

Concrete tank
Concrete tanks for Fluidized bed process with throttle in final settlement
chamber in combination with Biocell-FBS kit

Material Concrete
Watertightness Pass

Structural behaviour (vertical load test) Pass (also wet conditions)
Durability Pass
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